
is a traaslatloa of an advertising leaflet %Mch uas 
distributed C«nmantt ^ 1- r® 


distributed 
ing 19480 : 


.. . — — B flmg a t < Fwsumably overtly^) ly Funkwerfc Erfurt dur- 

tt Usta various -types of electronic equlpient produced at the plant* 


50X1 -HUM 



50X1 -HUM 


SECRET 


Sanitized Copy Approved for Release 2011/06/20 : CIA-RDP82-00457R002200280006-5 


BKHdO^ I L 






Sanitized Copy Approved for Release 2011/06/20 : CIA-RDP82-00457R002200280006-5 
SECRBT/COUTROL - U«S. OPPICIALS ONU ouA i-nuivi 

CEHTPAL A(MICI i 1 

- 2 - 


TunkwBilc Erfurt (fbnasrljr Telef^iaken) 15a Brftirt, 
Rudolfstrasaa 47, Telephone 2 52 26 
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Tube voltneter, T 3 rre 134 

treasuring rangei 

0.15V - 0.5V - 2V 

Frequency ran^i 

10 Tdla 5^ t4E8 

Jftrequenoy tube volt- 
neter^ Tjrpe 1X6 

Measuring rangei 

2V • 10V - SOT 

Frequency ranges 

1- kHs 30 tfis 

Ite^Tohnsneter^ Type 005 

Measuring ranges 

100 kOhn - 5,000 MOhm 

4 measuring ranges of 
t 10^ rargln of error 

RIO measuring bridge, 

TJrpe 218 

Iteasuring capacities t 
"R« oeasurenentst 

0.1 Ohm - 10 MOhffi 
"L** neasurenientsi 

10 jjfl - 1,000 H 
measurementsi 

10 pF - 1,000 uP 
measuroaentsi 

Oa Ohm ^ 10 Yd)hm 


Radio receiyer, 3 tubas 

Short, radium, and 
long tiaras 

Oiamatarbf loudspeaker! 

150 m. IjypBB of tubes! 
UCR 11, nCL, and or 11. 

gflsgBA.aTOl;gy 



Hij^ frequency raeasuring 
generator. Type 123 

Frequency ranges 

100 Me • 30 t®a 
distributed orar 

7 ranges 

Modulation frequency! 

400 Hs 

Precision uavemeter, 

TSrpe 121 

treneurlng rangei 

30 Ms - 30 irSz over 

B ranges 

Tolerance! O.ljC Out- 
put voltage! 20 m7 

Laboratozy vaveiaeter. 

Type 125 

Measuring ranges 

30 Ms - 30 MHs over 

8 ranges 

Tolsrancei 0.5!^ Out- 
put voltage! 20 aT 

Thlra Quarter 



Induction mter, 

TyE» 220 

Ifeasurlng ranges 

Oel * 10 M orar 

5 ranges 

Tolerance! 't.SSi io.02 uH 

Quality coefficient 
meter, T5?pe 127 

Frequency rangei 

35 Ms - 10 ITHs orar 

6 ranges 

Tolerances "^5% 

Capaelly measuring 
bridge. Type 204 

I4easuring rangei 

OcOl pF - lytAP over 

5 ranges 

Tolerance! 1.0.05 
according to the range 

Frequency laeter, 

Type 107 

Meastiring rangsi 

10 Rs - 60,000 Hs 
distributed orar 6 
steps 

Tolerances llj6. . . . *5% 
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Zadaotloa nater» 219 Ileasuriag xongat Toleranoet 5% 

laH « 10 H oror 
4 xongse 

Dlfftorblon factor neaaurlng tfeasurlBS ssnesi Ifeasurliig reuiga of dietrl- 

brldgo. Type 203 20 to - 10,000 to biitidn faetori 0.1...100J 

over 4 ratios 

Preolsioa audio Frequenogr raaget Oatpixt capacity, e* 0.5 V' 

frequeaogr generator, 20 to > 20 kto 

l^rpe 205 
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